
Department of Forensic Science
Breath Alcohol Section

Instrument Location History
1/1/1990 To 9/26/2013

Instrument Serial Number: 010462 As of 26-Sep-13

Start Date End Date Agency Name

23-Sep-i 3

17-Dec-09

19-Aug-09

05-Nov-08

13-May-08

23-Sep-13

17-Dec-09

19-Aug-09

05-Nov-08

DFS Central Lab

New Kent County SO

DFS Central Lab

Halifax County Sheriff’s Office

DFS Central Lab
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Department of Forensic Science

Breath Alcohol Section

Instrument Maintenance History

1/1/1990 To 9/30/2013

Instrument Serial Number: 010462 As of 30-Sep-13

Maintenance Certification Technician

Date Date Initials

23-Sep-13 19-Jun-13 TLN (25387) UPS BACK-UP BATTERY. REINSTALLED CASE
Remarks
REPLACED
FOOT.

19-Jun-13 19-Jun-13 DBH (21250) CERTIFIED. REPLACED DRY GAS STANDARD.

09-Jan-13 09-Jan-13 HMS (18910) CERTIFIED1 REPLACED PRINTER RIBBON.

19-Jul-12 19-Jul-12 SED (24178) CERTIFIED. REPLACED DRY GAS STANDARD.

02-Feb-12 02-Feb-12 DBH (21250) CERTIFIED

20-Sep-Il 20-Sep-li HMS (18910) REPLACED DRY GAS STANDARD, CERTIFIED

13-Apr-il 13-Apr-li RiP (22428) CERTIFIED.

26-Oct-10 26-Oct-10 RIP (22428) CERTIFIED.

05-May-10 05-May-10 RIP (22428) REPLACED DRY

02-Mar-10 02-Mar-10 NMJ (22392) REPLACED DRY
CERTIFIED.

17-Dec-09 17-Dec-09 RiP (22428) CERTIFIED

25-Sep-09 25-Sep-09 NMJ (22392) REPLACED TANK TOP LID, CALIBRATED AND CERTIFIED.

26-Mar-09 26-Mar-09 HMS (18910) FIRMWARE/SOFTWARE UPGRADE, CALIBRATED AND
CERTIFIED.

05-Nov-08 05-Nov-08 RIP (22428) CERTIFIED.

23-Oct-08 23-Oct-08 NMJ (22392) CALIBRATED, CERTIFIED AND ACCEPTED.

GAS

GAS

STANDARD.

STANDARD,

CERTIFIED

CALIBRATED AND
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INTOX ECIIR II
Quality Assurance Worksheet

Instrument Serial Number 010462 Worksheet Start Date 912312013

Location Henrico County Regional Jail East i q4.e’ /~n# rj-nt~ 4,

Address 17320 New Kent Highway Barhamsville, VA 23011

DFS Technician Timmy Neece, Jr License No. 25387

Laboratory v On-Site

Site Specifications Yes

1 Secured Environment:
Location must not be accessible to the general public. r

2 Environment free from contaminants F

3 Dedicated telephone line: r
The phone line should be used solely by the instrument.

4 Adequate Ventilation: P F
Enough space must be provided for the instrument and the printer
to allow for adequate ventilation.

5 Stable temperature controls:
The instrument should not be exposed to direct sources of
temperature variation.

6 II5VAC power source:
Whenever possible instrument power circuit should not be shared
with refrigerators, copy machines or other high amperage devices

7 Room Condition:
The site should be free of excessive moisture, heat and dust.

Old serial no. New serial no Supplies
E-Seek Mouthpieces
Keyboard Certificates of Analysis
Printer Operator Worksheet
UPS J8082015704 JB0802017162 Other

Maintenance (if any)
Replaced UPS back-up battery.

Comments (if any)
Could not perform instrument test or measurement assurance check due to instrument being powered
down. Instrument removed from Henrico Co. Reg. Jail East. .rc bF.S Ceni-a I d~’t * -“JS.nj ~
(~446pt ~ q# ~ ~i—’~I fcrr0,-.,g4 X4njm~.,. # ~es# and .Afte~~~’t~d#’ AJJ~?t~llI~ al ~P3 ~

Intox EC/IR II QAWorksheet DFS Document 250-F113 -~,p’
Issued by Calibration and Training Program Manager Revision 6 ~
Issue Date: 4-March-201 3 Page 1 of 2



Instrument Serial Number oIo qg~ Certification Date

Instrument Barometer (mm HG) Reference Barometer (mm HG)

Reference Barometer(RB)Serial # o° 1~ I RB Calibration Due ~‘% ~f
Standard (sea level) PA Target minimum maximum Sample I

0250 0000 0.000 Sample 2
Precision sample mm sample max Sample 3

o 0.000 0.000

Standard (sea level) PA Target minimum maximum Sample I
0.150 0.000 0.000 Sample 2

Precision sample mm sample max Sample 3
0 0 000 0.000

Standard (sea level) PA Target minimum maximum Sample I
0.080 -0.003 0.003 Sample 2

Precision sample mm sample max Sample 3
0 0.000 0000

Standard (sea level) PA Target minimum maximum Sample I
0.020 -0.003 0.003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

all measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are ocated within the Breath Alcohol Section

Calibrated Certified Replaced dry gas standard (+0-ring)

Dry gas standard Lot No (with tank no) 46 2o//oQ—~ Y
4-4 ,j

t~ Measurement Assurance Check fZRun a Breath Test (Instrument Test)
n4’ t~ (successful completion denotes satisfactory condition of the item)

Standard (sea level) PA Target minimum maximum Sample I 0 ~o
0.100 g4otq ao9~ —o-ooa- c~/o1 O~00~ Sample 2 0 ioc~ ~‘—“

Precision r~-.,/ sample mm sample max Sample 3 ~ ,~ o T21 9
0 ~‘ 0.000

0100 opOO

‘a u-Li

DFS Technician ________________________________ Date Jo-li-,

Issuin Anal st Date IS
Intox EC/IR II QAworksheet DFS Document 250-F113
Issued by Calibration and Tr.i • rogram Manager Revision 6
Issue Date 4-March-20 13 Page 2 of 2



-7-?-.--

INSTRUMENT, TEST, DFS

NEECE,JR., TIMMY, L DFS Central Lab

25387 10/01/2014 09/26/2013

010462 06/19/2013

15:56 EDT

0.00



Test #000528 Subject Test
Test Location I Department of

Test Date 26 Sep 2013

Operators Last Name NEECE,JR.
Agency DFS Central Lab

Card serial Number 125387
Subjects Last Name INSTRUMENT

Subjects Middle Initial
Drivers License Number

Driver’s License State
End Date 26 Sep 2013 End Time

Data Type DIAG
Data Type BLK
Data Type CHK
Data Type BLK
Data Type SUBJ
Data Type BLK
Data Type SUBJ
Data Type BLK

Standard Type Dry Gas Std
Standard Lot Number AG201104-24

Tank Pressure 120
Blow Sample Number 1 Blow Duration
Blow Sample Number 2 Blow Duration

Tamper EvidentStamp 1a357b13
Test status Success

instrument Serial Number 010462

Test Location 2 Forensic Science
TestTime 15:50

RemotelLocal Local
Operator’s First Name TIMMY

Effective Date 10/0112012

Subject’s Date of Birth 00/00/0000

Result Time 15:56
Sample Value Pass
Sample Value 0.000
Sample Value 0.101
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000

Test Location 3
System Check Passed

End-of-Blow Time 15:53
End-of-Blow Time 15:56

IntoxNet MIS ReDort
Report Generated 25 Sep 2013 at 16:22

Test Results

License Number 25387

15:57

Subject’s First Name TEST

Operators Middle Initial L

Expiration Date 10/01/2014

Subject’s Sex Male
Driver’s License Expiration 00/00/0000

Court Name DFS
Result Date 26 Sep 2013 Result 0.00

Sample Time
Sample Time
sample Time
Sample Time
Sample Time
Sample Time
Sample Time
Sample Time

15:50
15:51
15:51
15:53
15:53
15:54
15:56
15:56

3.59 sec
3.57 sec

Standard Value 0.099
Standard Expiration Date 01/11/2014

Barometric Pressure 755 mmHg
Blow Volume 1868cc
Blow Volume 1752cc

Test Status code 0
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Intox EC/IR—IX: Accuracy Check

Department at Forensic Science
Serial Number: 010462 Test Number: 529

Test Date: 09/26/2013 Test Time: 15:59 EDT
Dry Gas Target: 0099

Lot Number: AG201104-24 Exp Date: 01/11/2014
Tank Pressure: 115 psi Barometric Pressure: 755 rnmHg

System Check: Passed

Test g/210L Time
ELK 0.000 15:59
CHK 0.100 16:00
ELK 0.000 16:02
CFIK 0.100 16:02
ELK 0.000 16:04
CHK 0.100 16:04

Test Status: Success

Calibration CRC: DDCEBD2A

.1-flt,

ML
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Intox EC/IR-Il: Accuracy Check

Department oE Forensic Science
Serial Number: 010462 Test Number: 530

Test Date: 09/26/2013 Test Time: 16:09 EDT
Dry Gas Target: 0.298

Lot Number: AG322702-04 Exp Date: 08/15/2015
Tank Pressure: 257 psi Barometric Pressure: 755 mmllg

System Check: Passed

Test g/210L Time
BIlK 0.000 16:10
CHK 0.300 16:11
BIlK 0.000 16:12
CHIC 0.299 16:13
BIlK 0.000 16:15
CHIC 0.298 16:15

Test Status: Success

Calibration CRC: DDCE8D2A


